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MEASUREMENT OF RUBIDIUM NUMBER DENSITY UNDER OPTICALLY THICK CONDITIONS
M. ROTONDARO, PH.D., LT COL C. WISNIEWSKI, AND G. HAGER, PH.D.
Abstract. A measurement of rubidium number density under optically thick conditions has been demonstrated by measuring the wings of the D 1 absorption spectra using a laser with a 0.16 nm (75 GHz) fine tuning range. This technique can measure the absolute concentration in rubidium under conditions where the absorption coefficient and path length product yield conditions where the central region of the line is opaque. The laser was tuned to a region sufficiently far into the short wavelength wing of the absorption where transmission through the cell was possible. The laser was then scanned through the central opaque region of the line to the adjacent long wavelength wing. The wavelength of the scan was calibrated by using a 1.5 GHz etalon and a cell containing only naturally occurring rubidium as a frequency reference. The measured absorption spectra for various cell conditions of temperature and pressure were then fit to a pressure broadened Voigt profile thereby allowing the determination of the rubidium number density.
Background
In recent years, alkali metals have garnered a great deal of interest as a laser medium. The small energy defect between the D 1 and D 2 lines make potassium, rubidium and caesium excellent candidates for efficient, high-power laser systems. While these alkali metals offer great promise, there are several issues which need to be resolved. Two such issues are heat dissipation and the challenge of holding the alkali number density constant during laser operation. This work will make inroads into both of these issues.
The first issue is maintaining a constant alkali metal concentration during operation. The ability to maintain constant alkali metal concentration is dependent on the ability to measure the concentration. This measurement, while in principle is not difficult, is extremely difficult under the optically thick conditions at which an alkali metal laser operates. The measurement of the concentration is performed by scanning a laser across the D 1 or D 2 line and measuring the absorption [9] . Once this absorption spectra is measured then equation 1.1 can be applied to relate the observed spectra to the number density N. The measured spectra is a direct measurement of
where σ(ν) is the absorption cross-section and L is the length of the cell.
(1.1) ln
Under conditions favorable for the operation of an alkali laser the number density of the alkali metal is sufficiently high to render the cell opaque at line center. This issue, in principle, can be circumvented by starting a laser scan in a wing, scanning through the opaque region and then capturing the wing on the other side of the peak. These peak fragments can then be fit using a highly constrained fitting function thereby reconstructing the spectra. While this is possible at low pressures at high pressure where the line becomes significantly broad this becomes even more difficult. An alkali laser requires a high pressure of buffer gas to induce spin-orbit relaxation of the D 2 to D 1 line. The buffer gas also has the effect of broadening the lines. Therefore, to accomplish a wing to wing laser scan the laser must have a tuning range on the order of 75 GHz with a step size in the range of 0.5 GHz. Fortunately, a laser is available that can scan such a broad region and will be employed to make these concentration measurements.
The second issue is the heat dissipation resulting from the spin orbit relaxation of the D 2 excited state to the D 1 upper laser level. This heat deposition along the laser path increases the temperature of the alkali metal and buffer gas in the laser gain region. This has the effect of degrading the laser performance [5] . To date, the actual mechanism for this performance drop-off has not been determined. With the ability to measure alkali metal concentration under conditions favorable for alkali metal laser operation it will be possible to probe the gain media and make a determination as to the cause of this performance degradation.
Experimental Setup
The experimental apparatus is depicted in figure 1 and a list of the components can be found in table 1 Starting at the laser, the broadband tunable laser source is routed through three beam splitters and into an etalon. The first beam splitter directs the laser beam into the sample heat pipe. This beam splitter is situated upon a translation stage along 3 with it's paired detector to facilitate radial dependent number density measurements in the heat pipe. The heat pipe was enclosed in a heat block and a set of cold blocks. Heat blocks of various lengths were constructed to facilitate the heating of different lengths of the heat pipe. By adjusting the heated region this effectively set the length of the heat pipe. The heat blocks were heated using standard resistive heating and the cold blocks were cooled using a refrigerated water circulator. The pressure and composition of the diluent within the heat pipe could also be adjusted using the attached gas handling system. The gas handling system consisted of a vacuum pump, 10 Torr and 1000 Torr baratrons, various valves and a line going to a regulated gas cylinder. The second beam-path was directed into a second heat pipe. This heat pipe contained only naturally occurring rubidium. This second heat pipe was used as an absolute wavelength reference. The third beam-path monitored the laser power throughout each scan. This was absolutely necessary due to the large changes in laser power during a scan. The final path is to an etalon. This etalon was used to linearize the scan axis and to establish the correct spacing between each data point. The axis was then shifted to the correct wavelength using the rubidium wavelength reference. The temperature of each heat pipe was monitored using a thermocouple set in the heat block such that its sensor was situated just below the bottom of the heat pipe. This sensor allowed course control of the heat pipe temperature and allowed monitoring such that the temperature of the heat pipes could be held constant during data acquisition runs. Although, these temperature measurements did not represent a true measure of the temperature of the alkali metal. This discrepancy is attributed to the thermal conductivity of the heat pipe casing and the hot / cold regions surrounding the probe region induced by the heat / cold blocks respectively.
The data was acquired using two lock-in amplifiers. The two most important measurement were the laser power and the sample cell therefore, these were acquired using the phase averaging inputs of the lockins. The rubidium reference, and the etalon were also acquired using the lock-ins but these were recorded using the auxiliary inputs. All data was saved in its raw format to allow post processing of the data.
The laser has a large tuning region (794-804 nm) which can be scanned, using the stepper motor, in increments as small as 0.01 nm (4.75 GHz). This step size is too coarse for the purpose of measuring the pressure broadening and therefore the number density. Subsequently, it was necessary to use the fine frequency scan mode of the laser which employs a piezoelectric crystal. The piezoelectric crystal position as a function of input voltage can be seen if figure 2. Additionally, the discrete nature of the piezoelectric crystals steps can be seen in the blown-up region on the figure. The piezoelectric crystal voltage could be set between 3.8% and 99.8% of maximum in increments of 0.4%.
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The fine region scan length is 0.16 nm (75G Hz) therefore, the minimum fine scan step size is approximately 0.67 pm (315 MHz). This scan size and the finesse of the etalon put a limit on the highest resolution etalon that could be used because of the necessity to access all etalon resonance peaks. Therefore, a (1.5 GHz) etalon was chosen as a wavelength reference. 
Data Acquisition
In preparation for taking data, the first step was to ensure the heat pipes were set to the appropriate temperature. For the sample heat pipe, this meant waiting a sufficient length of time for the temperature of the heat block to fully stabilize. For the reference cell, this meant ensuring there was a sufficiently strong absorption spectra to ensure a good quality fit later in the analysis.
During the warmup period for the heat pipes, the laser was set to its initial scanning position. This was accomplished by setting the initial wavelength of the laser to a sufficiently low wavelength to ensure it was well outside of any of the absorption features. Then the piezoelectric crystal was set to 50% of its range. Then, the laser was scanned slowly, using the laser's stepper motor on its smallest step size, towards longer wavelengths until the reference cell absorption spectra began to appear on the data acquisition monitor. At that point the laser's course scan was stopped. This placed the laser at the center of the absorption feature. The laser could then be scanned from 0-100% of the piezoelectric crystal range allowing the acquisition of the absorption spectra. The laser can't really scan from 0-100% it is actually limited to 3.8-99.8%. By inverting the data represented in figure 2 and fitting the result to a line. It is possible to improve the linearity of the scan. The resulting fit is given in equation 3.1.
Where V Act is the actual voltage sent to the piezoelectric crystal and V Des is the desired voltage setting. V Des can range from 3.8-99.8%. This correction to the laser scan is not really necessary because any nonlinearity in the scan will be corrected using the data from the etalon. The reason for the application of this correction is to reduce the difficulty of fitting the etalon data.
When the laser is scanned four channels of data are collected. These channels are the signal from the sample cell, rubidium reference cell, laser power and the etalon. The data was acquired using two lock-in amplifiers. The two most important measurement were the laser power and the sample cell. The laser power because all other measurements were ratioed against it to correct for the laser's power fluctuations during the scan. The sample cell because it is the data used to measure the rubidium number density. Therefore, these were acquired using the phase averaging inputs of the lock-in amplifiers. The rubidium reference, and the etalon were also acquired using the lock-in amplifiers but these were recorded using the auxiliary inputs. All data was saved in its raw format to allow post processing of the data. Typical raw data can be seen in figure 3 . As can be seen, the laser power has a large variation over the entire scan region. This fluctuation is corrected by ratioing all of the collected data by the laser power. The ratioed data can be seen in figure 4 . This data represents − ln(
) and
. As can be seen the fluctuations in the laser power are corrected. The X-axis of the collected data represents the divisions used by the data acquisition equipment and needs to be converted into a wavelength. This is accomplished by using the etalon data. The procedure for using the etalong data is explained it detail in [7] but to summarize. The etalon data is fit using the software package PeakFit Version 4.12. This software is very good at finding the peak center of a long line of successive peaks. It is critical that the software identify every peak. Once each peak is identified, an X-Y table is created using the peak centers as the X values and the incremental spacing of each peak as determined by the etalon spacing for the Y values. Once this table is created it is then fit to a third degree polynomial. This polynomial is then used to correct for any nonlinearity and to set the correct spacing between adjacent points. This results in an x-axis that has the correct wavelength spacing but has not been shifted to the correct wavelength. This correction is applied to both the sample cell data and the rubidium reference cell data.
The next step is to shift the x-axis to the correct wavelength. This is accomplished by fitting the rubidium reference data to a series of Gaussian curves. The gaussian line shape is chosen because the rubidium is dominated by Doppler broadening which results in a Gaussian Figure 4 . Data that has been divided by the laser power line shape. The relative spacing and line strengths of the rubidium lines has been well documented [10] [11] and the exact D 1 line shape g(λ) or g(ν) can be reconstructed using equations 3.2 or 3.3
Where the Gaussian in both wavelength and frequency are given by equations 3.4 and 3.5.
The two forms of the line shape are related by equation 3.6
and both are normalized when integrated over all frequencies as shown by equations 3.7.
(3.7)
The full width at half maximum (FWHM) for each form is given in equation 3.8.
Where k is the Boltzmann constant, T is the temperature, M is the mass of a rubidium atom and c is the speed of light.
In the previous equations, F is the hyperfine quantum number of the starting level and F' is the hyperfine quantum number of the ending level. f F is the statistical distribution of the F state and is given by equation 3.9.
This approximation is allowed because the energy E(F) is very small representing the energy defect between the hyperfine split levels. Examining the worst case, the hyperfine splitting of the ground state, exp( 
(F=2) transition in
85 Rb for the D 1 line. The total energy of a hyperfine split level with the total angular momentum F is given by equation 3.10 from reference [6] . E J is the fine structure energy, and the hyperfine splitting is given by the last two terms. The term A C 2 represents the splitting due to the nuclear magnetic moment which is dependent upon the magnetic moment µ I , the magnetic field produced by the nucleus H(0) and the product of the quantum numbers IJ which represents the coupling of the angular momentum vectors through the magnetic interaction where I = for 85 Rb. The last term represents the quadrupole interaction which depends on Q, the quadrupole moment, ϕ JJ (0), the vector gradient of the electric field of the orbital electrons having cylindrical symmetry about the J axis evaluated at the nucleus, and e is the absolute value of the elementary charge.
The relative line positions are given in Table 4 . The first half of the table provides the A and B spectroscopic constants which can be used to determine the relative line positions as in Figure 5 . The figure accurately represents the relative line positions within each manifold but the spacing between manifolds is not to scale. The relative line positions are computed in the second half of Table 4 using equation 3.11.
All line positions are reported relative to the S1 87 Rb it is 780.246 nm (384.228 THz). Once these values have been calculated the line shape can be assembled using equation 3.2 and this can be seen graphically in figure 6 .
In order to extract the shift needed to correct the data's X-axis, this constructed line shape is assembled as a user function in the software package TableCurve 2D v5.01.01. The etalon corrected reference data figure 7 . The Doppler width is used to determine the temperature of the rubidium within the heat pipe.
By using the fit of the etalon peaks and the fit from the rubidium reference, the data can be both scaled and shifted such that the x-axis represents the wavelength of the spectra. There is an additional step needed to correct the axis. The etalon is actually a spectrum analyzer therefore, one of it's mirrors is attached to a piezoelectric crystal. This crystal can move from the application of an external voltage or from changes in room temperature. Therefore, it is necessary to do a second set of fits on the data. The etalon peaks are fit and the resulting fit is applied to the reference data. The reference data is then fit allowing the x-axis to scale. The scale parameter, is then applied to the spacing of the etalon peaks and the etalon peak spacing is readjusted to account for this small correction. Then, the result is applied to both the reference cell and the sample cell data. The resulting reference data is then fit one final time to ensure the x-axis has been properly scaled and shifted. Data with the wavelength axis corrected is depicted in figure 8 Figure 7 . Rubidium 87 data with fits
Data Analysis
Once the data has been acquired and the wavelength axis has been scaled and shifted to the correct wavelength region it can be used to extract the rubidium number density. The sample heat pipe contained naturally occurring rubidium and was filled to various pressures ranging between 0 Torr and 1000 Torr using helium, nitrogen and ethane as diluent. Because of the addition of the diluent and the various pressure ranges, the spectra in the sample cells consisted of both a Gaussian line shape and a pressure broadened Lorentzian line shape. Therefore, the resulting line shape is composed of the sum eight Voigt profiles. A Voigt line shape is represented by equations 4.1 and 4.2. (4.1) Figure 8 . Data that has been scaled and shifted using the etalon and reference data Using the Voigt line shape and equation 3.2 the line shape for the rubidium sample heat pipe spectra can be constructed. The resulting Voigt line shape can be curve fit to the data and the Voigt full width at half maximum (FWHM) and the amplitude can be obtained. This method works well when the entire rubidium spectra is observed but under highly opaque conditions the Voigt profile is quite difficult to fit. To improve the quality of the fit and subsequently the quality of the number density measurement, the Gaussian and the Lorentzian FWHM are calculated using equations 3.8 and 4.3 respectively.
Where P is the pressure of the diluent and R is the broadening rate given in . The Ethane value used for the broadening rate R was 27.8
M Hz
T orr measured at 314.15 K and it was obtained from [13] . The Helium value used for the broadening rate R was 18.90 M Hz T orr measured at 394 K and it was obtained from [8] .
The Doppler FWHM is temperature dependent and therefore can't be calculated without a precise measurement of the temperature. That temperature can be measured by measuring the Doppler width of the rubidium at 0 Torr of diluent. While the temperature may change as diluent is added to the heat pipe the √ T dependance of the doppler width will vary slowly and therefore can be neglected. These FWHM values are then fixed and the only parameters that are allowed to float are the baseline and the amplitude of the Voigt profile. Typical data with their associated fits is depicted in figure 9 . Figure 9 . Rubidium 87 data with fits
Once the amplitude of the spectra is determined Beer's Law equation 1.1 and the relationship between the absorption cross section and the line shape equation 4.4 can be combined to for equations 4.9 and 4.10 which are used to calculate the number density. This analysis was conducted using wavelength as the X-axis therefore, the wavelength form of the equations were used. The frequency form of the equations were included for completeness. The results of these calculations can be seen in figure 10 also depicted is the number density calculation using the vapor pressure curve equation 4.11 from [10] which is reported to have an accuracy better than ±5%. Note, this equation has been modified to yield number density N /m 3 as a function and temperature T in Kelvin. 
Conclusions
As can be seen from figure 10 there is very good agreement between the number density measured by directly probing the heat pipe when compared to the expected value derived from equation 4.11 using the temperature measured from the doppler line shape. The measurements at higher temperatures resulted in a larger temperature uncertainty because the rubidium vapor pressure was sufficiently high to render the cell opaque at line center of the hyperfine split spectra. Therefore, the 0 Torr buffer gas spectra was fit using peak fragments as the high temperature number densities are measured. This resulted in a greater temperature uncertainty. Even with this uncertainty, the number density measurement is accurate because of the weak temperature dependance and small contribution to the line shape of the Doppler portion of the Voigt. This methodology demonstrates a robust capability for measuring the number density of rubidium under conditions that are favorable for rubidium laser operation. Therefore, the application of this technique to diode pumped alkali metal lasers (DPAL) would yield valuable information that would enhance both our theoretical and experimental knowledge of DPAL systems.
Appendix 1
This is the curve fitting formalism used to perform the curve fits. This formalism develops the curve fit using an approximation of the Voigt profile. The actual curve fitting process used equation 6.1 which was integrated using an adaptive Gauss Quadrature.
(6.1) 
